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This is to certify that on the é day of (A~ &Cd ‘% the instrument below
was tested and meets the manufacturer's speci bns,
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Manufacturer: KUSTOM SIGNALS, INC.

Model: _ﬁ@, HZ

DI

e

Serial Number: Transmitter Frequency Measured C
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(Frequency lolerance allowed: X-Band 10.500 - 10 550 GHz, K-Band 24.050 - 24.250 GHz, Ka-Band 35.400 - 35.600 GHz) } !
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HEWLETT PACKARD FREQUENCY COUNTER
FREQUENCIES MODEL NO. 5352B
CHECKED USING: SERIAL NO. 2816A00487

The instrument(s) used to certily the accuracy of the above radar has been calibrated within the previous

Calibration verified by: Kevin J. Unrein
|| FCC license number: PG-17-21280

il Expiration date: NO EXPIRATION m'ry
Ji5f Subscribed and sworn to me this day of ﬁ@ ?%/9&
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